Acetate-free hemodialysis with a sorbent regenerative system.
We conclude from this study that acetate-free, bicarbonate hemodialysis is well suited to the sorbent regenerative system. It can be performed safely and gives postdialysis patient values similar to standard dialysis. Long-term trials are presently being conducted at our institution. With modification of the cartridge pH by the manufacturer, it should prove simple and practical.